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Abstract 

Purpose 

Parallel imaging generally entails a reduction in the signal-to-noise ratio (SNR) of the final image. Phase-

constrained methods aim to improve reconstruction quality by employing symmetry properties of k-space. 

Noise amplification in phase-constrained reconstruction heavily depends on the object background phase. 

The purpose of this work is to present a new approach of using tailored RF pulses to optimize the object 

phase distribution in order to maximize the benefit of phase-constrained reconstruction, and minimize the 

noise amplification.  

Methods 

Intrinsic object phase and coil sensitivity profiles are measured in a prescan. Optimal phase distribution is 

computed to maximize SNR in the given setup. Tailored RF pulses are designed to introduce the optimal 

phase map in the following accelerated acquisitions, subsequently reconstructed by phase-constrained 

methods. The potential of the method is demonstrated in vivo with in-plane accelerated (8x) and 

simultaneous multi-slice (3x) acquisitions. 

Results 

Mean g-factors are reduced by up to a factor of 2 compared to conventional techniques when an 

appropriate phase-constrained reconstruction is applied to phase-optimized acquisitions, enhancing the  

SNR of the final images and the visibility of small details. 

Conclusion 

Combining phase-constrained reconstruction and phase optimization by tailored RF pulses can provide 

notable improvement in the SNR and reconstruction quality of accelerated MRI. 

Keywords 

Parallel MRI, phase-constrained, GRAPPA, Multiband, RF pulses 
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Introduction 

Parallel imaging (PI) methods are widely used in MRI to reduce scan time by undersampling k-space and 

using the spatial information of receiver arrays to recover the missing information. Traditional Cartesian 

PI is typically performed by omitting some phase-encoding (PE) lines during the acquisition, using 

dedicated reconstruction techniques like SENSE (1) or GRAPPA (2) to remove the arising aliasing 

artifacts. However, scan time reduction with PI comes at a cost of decreased signal-to-noise ratio (SNR) 

of the final image, formed by an inherent loss due to the reduced amount of measured data, and a spatially 

varying noise amplification caused by the reconstruction. The latter is usually characterized by the 

g-factor (1, 3), and depends on the measurement setup, the scanned object, the acceleration pattern, the 

coil array geometry, and the reconstruction algorithm. 

Simultaneous multi-slice (SMS) imaging (4-7) uses receiver arrays to disentangle simultaneously 

measured slices. The larger number of excited spins increases the measurement signal, or from another 

point of view, the higher number of phase-encoding lines per voxel reduces the image noise, eliminating 

the intrinsic SNR loss, causing the SMS methods to evoke strong interest recently. Nevertheless, the noise 

amplification caused by the reconstruction is present with any kind of PI used, and often is the main 

limitation on the feasible acceleration factor. For this reason, several methods were proposed to reduce 

the g-factors and thus increase the SNR.  

One group of such methods is the so-called phase-constrained imaging (8-14). These techniques use 

symmetry properties of k-space or a-priori phase information to recover missing information. A well-

known example is partial Fourier imaging (12-14) where one half of k-space is only partially acquired, 

and the missing data are calculated by enforcing complex conjugate symmetry. Other phase-constrained 

methods improve the conditioning of PI by incorporating a-priori phase information into the 

reconstruction (9, 11). 

Recently, an additional phase-constrained technique called virtual conjugate coil (VCC) concept (10), was 

proposed. It exploits conjugate symmetry to improve reconstruction quality by creating virtual coil 

signals that can be easily inserted into conventional PI algorithms. Also, when combined with GRAPPA, 

the VCC method does not require explicit phase information (10), preserves the object phase (15), and is 

able to reduce the noise amplification in both traditional PI (10) and SMS imaging (16). Since VCC is a 

phase-constrained technique, the associated g-factors are highly dependent on the object background 

phase. It has been shown by simulation (10) that an optimal object phase map exists that minimizes the 

g-factors in the given measurement setup. Simple experiments approximated the optimal phase by a 

spatially linear phase-ramp achieved by a phase-encoding gradient offset (10). Initial experiments using 
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spatially selective pulses to introduce the optimal object phase for in-plane acceleration have been 

presented in (17) using a preclinical device. 

In this work, we approximate the optimal phase distribution using tailored RF pulses to reduce the noise 

amplification in both in-plane PI and SMS acquisitions, on a clinical scanner. The theoretical background 

of the method is described, and in-vivo measurements are presented. The resulting image quality is 

compared with conventional PI reconstructions and phase-constrained reconstruction with 1D linear 

phase control.  

Theory 

Review: Virtual conjugate coil concept 

In the following, a review of the VCC technique (10, 15) is given, as it is the theoretical background of 

this paper. 

Denoting the spatial position by  , the signal from the j-th coil element with sensitivity profile       is the 

Fourier transform of the spin density – divided into      magnitude and        phase –, weighted by the 

sensitivity. The idea of VCC is to incorporate the object background phase into the sensitivity profile, 

thus creating an effective sensitivity       (8, 10). This way, the signal can be thought of as the Fourier 

transform of the magnitude of the spin density multiplied with the effective sensitivity: 

                        
                                         [1] 

The complex conjugate of the signal from the symmetric counterpart k-space location is given by: 

   
                    

                        
      [2] 

This signal can be thought of as a signal measured in the original location   using a physically non-

existent, virtual coil with effective sensitivity profile   
 . If the effective sensitivity is purely real 

everywhere in the image-domain, then this is equal to the original signal. However, if the effective 

sensitivity has an imaginary component, which is usually the case in normal imaging situations, then this 

new signal can provide additional information and thus can improve the conditioning of the 

reconstruction. The extent of benefit strongly depends on the phase of the effective sensitivity, i.e. the 

phase of the physical sensitivities, and more importantly, the object phase. The influence of these phase 

profiles on the reconstruction is explicitly described later. 

Incorporating the VCC signals into the reconstruction 
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The integration of the VCC signals into standard PI reconstruction algorithms like SENSE and GRAPPA 

is summarized here for clarity. The following applies for both in-plane and 3D PI as well as SMS 

measurements, using either SENSE (1), GRAPPA (2), SENSE/GRAPPA hybrid (18), Slice-GRAPPA (6), 

SPIRiT (19), or ESPIRiT (20) reconstruction methods. 

VCC-SENSE 

VCC-SENSE can be derived from the original SENSE equation by incorporating the object phase into the 

sensitivity profiles. For a given overlapping voxel set, with the image-space coil signals  , the sensitivity 

matrix  , the effective sensitivity matrix  , the complex-valued spin density   , and the magnitude of the 

spin density  , using N coils and acceleration factor R: 
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The VCC signals can be integrated by extending the signal vector with the complex conjugate signals 

svcc=s*, and the effective sensitivity matrix with its conjugate: 

  
 

    
   

 
           [4] 

If the rows of    are linearly independent from the rows of  , then the conditioning of the problem 

improves, resulting in a lower noise amplification.  

Using the effective sensitivities, g-factor calculation is identical to the one in standard SENSE (1). 

Assuming that noise pre-whitening (21) was performed before creating VCC signals, the VCC-SENSE 

g-factor is given by: 

           
      

           
          [5] 

It follows from the above derivation that VCC-SENSE requires prior knowledge of the effective 

sensitivities, including the object phase. This can be calculated from a prescan, possibly of lower 

resolution, which may be combined with the measurement of the physical sensitivity profiles. 

VCC-GRAPPA 

Inclusion of VCC signals to a GRAPPA-like reconstruction is described in the following. Most k-space-

based reconstructions can be formulated by a convolution over the k-space neighborhood and over all coil 

signals, as visualized in Supporting Figure S1a: 
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       [6] 

Where   and   respectively index the coil and the k-space location of the missing signal, while   and   

index the same for the measured signal. The convolution kernel   usually only depends on the relative 

k-space position of measured and target signals, i.e.      , and is generally found by a least-square fit 

using the fully sampled k-space center. Kernel range commonly includes only the close neighborhood in 

k-space (22). For a VCC reconstruction, the set of N coils is extended with the conjugate coil signals from 

the opposite k-space location: 

           
                         [7] 

After VCC signal creation, standard GRAPPA kernel fitting is performed using all the 2N channels, and 

reconstruction is accomplished according to Eq. [6] with the coil summation performed over all 2N coils, 

as depicted in Supporting Figure S1b. 

Unlike VCC-SENSE, prior knowledge of the object phase is not required in the reconstruction. However, 

the autocalibration region of k-space should be acquired with unchanged sequence parameters to ensure 

phase consistency.  

 

Supporting Figure S1. Schematics of standard GRAPPA and VCC-GRAPPA reconstructions for 

acceleration factor R=2, using 3 coils and a kernel size of 2x3. Blue discs represent measured k-space 

data of physical receiver channels, orange discs represent “measured” VCC data (in reality these are 

calculated from measured data of physical coils), while gray discs represent missing data. Black and red 

arrows indicate the contribution of physical and VCC signal to the calculation of a missing data point. 
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Impact of background phase on noise amplification 

Here we describe the effect of the object background phase on the reconstruction, using the same notation 

as in Eqs. [3, 4]. With the phases of the aliasing voxels           , the elements of     
      will be 

(see Appendix 1): 

      
                 

               [8]  

Where    is the k-th column of the sensitivity matrix  , and Re(∙) is the real part operation. Using this, the 

VCC g-factors can be calculated using Eq. [5], and an optimal background phase set that minimizes them 

can be found. 

Note that, for a given coil geometry, the elements of     
     , hence also the g-factors, are only 

dependent on phase differences between aliasing voxels, meaning that adding a constant phase shift to all 

voxels in the aliasing group does not change the reconstruction quality. Moreover, this phase shift can be 

different for each overlapping voxel group without affecting the g-factors, as long as all voxels within a 

group experience the same phase shift. This allows one to choose a spatially smooth optimal phase map 

by carefully selecting the phase shifts added to each overlapping voxel group, as elaborated in the next 

section.  

The minimization of g-factors means that we want to reduce or eliminate the off-diagonal elements of 

    
     , since a diagonal case would mean that all g-factors in that aliasing group are equal to 1. 

According to Eq. [8], this means that we want the background phase to result in a purely imaginary value 

of   
             . For entirely real-valued coil sensitivities, a phase difference of π/2 between the 

overlapping voxels is the optimal solution and results in g-factors of 1 in the extreme case of one coil and 

two-fold overlapping (10). In a general setup with multiple receiver coils using acceleration factor R, 

g-factors of the VCC reconstruction with optimal object phase are identical to those of a conventional 

reconstruction with acceleration factor R/2. A simulation example for a gradient-echo-EPI acquisition 

with acceleration factor R=8 using 52 receiver channels is displayed in Supporting Figure S2, showing 

that the g-factor maps of the VCC recon with R=8 and the conventional recon with R=4 are almost 

indistinguishable. 

Intuitively, the benefit of optimal phase pattern can be thought of as an analogy of optimal coil 

sensitivities and aliasing pattern. In a phase-constrained reconstruction, the phase pattern works like an 

additional spatial encoding function, much like an additional coil, which modifies the noise amplification. 

As the g-factors in conventional PI can be varied by changing coil geometry, or by modifying the aliasing 

pattern via optimized phase-encoding patterns like in CAIPIRINHA (23, 24); in phase-constrained PI, 
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g-factors can additionally be varied by changing the phase distribution. The benefit of phase optimization 

can be well illustrated in the above-mentioned extreme case of one receiver channel and two-fold 

acceleration. In this setup, the only information available to separate overlapping voxels is the phase 

difference between them. Without phase optimization, the generally small differences in the inherent 

object phase could result in immense noise amplification, or even render the reconstruction impossible; 

while introducing the optimal phase distribution can decrease the g-factors to 1 everywhere, providing a 

perfect reconstruction. 

 

Supporting Figure S2. Exemplary calculated optimal and target phase maps and simulated g-factors for a 

gradient-echo-EPI acquisition, for acceleration factor R=8. Magnitude reconstruction of the full 

measurement (a) is shown as well as the extracted object phase (b), the computed optimal phase map (c), 

and the target phase map of the RF pulse (d). Note that, the optimal phase map is quite similar to the one 

shown in Figure 1, as it only depends on the receiver sensitivity profiles and the acceleration design, 

which was the same in both cases. However, the target phase map is strongly different from the one in 

Figure 1, as the object phase has far more spatial variance in this GRE-EPI example. 

Moreover, this target is significantly different than a simple linear ramp along PE direction, as expected 

due to the high intrinsic phase variations in a gradient-echo-EPI measurement. In the lower row, 

simulated g-factor maps are shown for conventional reconstruction with R=4 (e), VCC reconstruction 

with optimal phase map with R=8 (f), and VCC reconstruction with a linear phase-ramp with R=8 (g). 

g-Factors of VCC recon with optimal phase are nearly identical to the conventional recon with halved 

acceleration factor. Also, g-factors in the case of optimized phase map (f) are significantly lower than the 

ones with a simple spatially linear phase-ramp (g). 



9 

 

Methods 

All experiments were performed on a 3T clinical scanner (MAGNETOM Prisma, Siemens Healthcare, 

Erlangen, Germany) equipped with 20-channel and 64-channel head-neck receiver arrays having 16 and 

52 active head channels, respectively; and a two-channel built-in body coil for transmission used in 

circular polarization mode. All calculation and reconstruction was performed offline using MATLAB 

(The MathWorks, Natick, MA, USA). In accordance with institutional regulations, the involved volunteer 

gave written informed consent before the study. All measurements were performed using prototype 

sequences. 

Overview of the procedure 

To test the benefit from the optimized object phase distribution, the following procedure was performed. 

A detailed description of each step is presented later in this section. 

1. A full-sampled prescan was performed with conventional excitation.  

2. From the prescan data, coil sensitivity maps were estimated, and the intrinsic object phase map 

was extracted. From these, a spatially smooth optimal background phase distribution was 

calculated for the desired acceleration factor. 

3. A tailored RF excitation pulse was designed for the optimized phase map, and  

4. was applied in subsequent accelerated and full scans, with the latter serving as a gold-standard in 

the evaluation of the reconstruction.  

Conventional and optimized accelerated measurements were reconstructed with and without the inclusion 

of VCC signals. Results were compared to the full-sampled gold-standard images; g-factor maps were 

computed for all cases. Flip angle inhomogeneity of the tailored excitations was measured by comparing 

conventional and optimized scans. 

Prescan, sensitivity estimation and phase extraction 

As can be seen from Eqs. [5, 8], the optimal object phase is highly dependent on the coil sensitivity 

profiles. Also, in order to determine the desired phase distribution, knowledge of the intrinsic object phase 

is required as it will be superimposed on any phase map introduced by a tailored excitation. For this 

reason, after a short noise measurement, a fully sampled prescan was performed using non-selective 

excitation followed by slice-selective refocusing. A non-selective excitation was chosen to make the 

prescan comparable to the optimized scan, where tailored excitation was also non-selective. Besides the 

excitation pulse, sequence parameters of the prescan were identical to the subsequent optimized 

acquisition. An accelerated dataset using conventional excitation was also acquired for comparison. 
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Measured data were reconstructed and evaluated offline in MATLAB. Noise pre-whitening was 

performed on the receiver channels using the noise-only acquisition (21). Complex-valued sensitivity 

profiles were estimated with ESPIRiT (20) and were subsequently used to extract the intrinsic object 

phase distribution.  

Computing optimal phase distribution and target phase map 

A binary mask of voxels with relevant signal was produced from prescan images. For each overlapping 

voxel group in a given acceleration scheme, optimal background phase values were computed using an 

iterative, derivative-free simplex search algorithm (25), by minimizing the sum-of-squared g-factor values 

in the voxel group. Initial values for phase differences were chosen to be spatially linear in the direction 

of acceleration with a π/2 difference between neighboring overlapping voxels, as this is expected to be 

close to the optimum (10). Voxels outside the binary masks were disregarded in the optimization 

procedure. The initial target phase map for the tailored RF pulse was taken as the difference of the 

optimal phase and the intrinsic object phase. Up to this point the procedure described above is similar to 

the work presented in (17). However, in our case, another simplex search was performed on the initial 

target to make it spatially smooth for physical feasibility. In this step, different phase shifts were added to 

each overlapping voxel group separately, in order to reduce discontinuities and edges in the target phase 

map, while maintaining optimal g-factors. Finally, the target was filtered with an isotropic Gaussian 

kernel of 8 mm standard deviation. The scheme of the whole procedure is depicted in Figure 1.  
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Figure 1. Scheme of the target phase map calculation procedure. As shown, the calculation of the initial 

target phase is followed by another simplex search to find a smoother phase distribution with unchanged 

SENSE g-factors, and a final Gaussian filtering to ensure the feasibility of the target. Note that, the 

optimal phase only depends on the receiver sensitivity profiles and the acceleration pattern, and does not 

depend on the object phase, therefore, it is expected to be similar to the one shown here regardless of the 

object being measured, provided that the imaging geometry, the receiver coil, and the acceleration pattern 

is the same. However, the target phase is computed as the voxel-wise difference between optimal phase 

and inherent object phase, causing it to depend heavily on the object and its background phase (see also 

Supporting Fig. S2). Source code and sample data are available for research purposes at 

https://github.com/adamkettinger/phase-optimization-for-VCC. 

RF pulse design for in-plane acceleration 

Tailored RF pulses for in-plane acceleration used spiral-out gradient waveform (26) optimized for 

hardware limits. As the target phase pattern for spin-echo and SE-EPI shows close resemblance to a linear 

phase-ramp in the PE direction, the rewinder of the pulse was designed to the excitation k-space 

coordinate corresponding to this phase-ramp, effectively shifting the center of the spiral from k-space 

origin. Since an acceleration factor R=8 was used for all in-plane cases, the spiral was centered to 

       , where    is the phase-encoding sampling distance in the full scan. 
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The complex RF waveform for the target phase was designed in the low-flip-angle approximation, with 

6.5 mm excitation resolution and 4 mm image-space target resolution, for a single transmission coil, using 

the technique described in (27), solving the design equation directly. Voxels outside of the object binary 

mask were disregarded during pulse calculation. Resulting excitation pulses of length 8.12 ms were 

subsequently applied in the optimized scan.  

RF pulse design for SMS acceleration 

Tailored RF pulses for SMS acquisition used stack-of-spirals gradient waveform, designed using the same 

script (26), with the number of spirals being equal to the number of simultaneously measured slices, 

which was 3 in all SMS cases. To decrease pulse length, 3D tailored pulses had a lower in-plane 

excitation resolution of 10 mm, allowed by the smoother target phase distribution (see Supporting 

Figure S4, top right). RF waveform calculation was performed similarly as for in-plane acceleration, 

resulting in a pulse length of 13 ms. Exemplary pulses and phase targets are shown in Supporting Figures 

S3 (in-plane) and S4 (SMS).  

Note that, while B1 inhomogeneity plays a substantial role in the intrinsic object phase, it will not affect 

the phase of the optimized scan, since the target is defined as the difference of optimal and intrinsic 

phases (derivation in Appendix 2).  
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Supporting Figure S3. Exemplary target phase profile and waveforms for tailored 2D excitation for 

acceleration factor 8. RF pulse magnitude (top left) and spiral gradient waveforms (bottom left) are shown 

as the function of time. RF magnitude as the function of excitation k-space (bottom right) and 

corresponding target phase profile (top right) are displayed. Note that, the spiral is not centered to k-space 

origin, but slightly shifted in the phase-encoding direction (kx in the figure). The center of the spiral 

corresponds to the spatially linear phase-ramp in phase-encoding direction which introduces π/2 phase 

difference between neighboring overlapping voxels. 

 

Supporting Figure S4. Target phase profile and waveforms for tailored 3D excitation pulse for SMS 

acceleration factor 3. RF pulse magnitude (top left), in-plane gradient waveforms (middle left) and slice 

gradient waveform (bottom left) are shown as the function of time. RF magnitude as the function of 

excitation k-space (bottom right) and corresponding target phase distribution (top right) are also 

displayed. 

Measured and simulated datasets 

To test the method, the following datasets were acquired and analyzed in the subsequent reconstruction. 

In each case, accelerated data and full measurements were produced. 

 Measured data using conventional excitation 

 Measured data using tailored excitation 

 Simulated data using conventional excitation and spatially linear phase-ramp 

 Simulated data using tailored excitation and synthetically generated ACS data 
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Reconstruction 

After noise pre-whitening, all in-plane-accelerated dataset were reconstructed using the iGRAPPA 

algorithm (28) to iteratively increase the calibration region, while performing a standard GRAPPA in 

each step. Kernel sizes of 2x9 and 16x7 were used for in-plane PI and SMS acquisitions, respectively. 

Note that, although a kernel using 16 PE lines seems large, in fact the actual PE range covered by the 

kernel did not change from in-plane PI to SMS, as the spacing of measured PE lines decreased by a factor 

of 8. The final magnitude image was computed as a sum-of-squares combination of the reconstructed coil 

images. For each accelerated dataset, a VCC-iGRAPPA reconstruction was also performed, by extending 

the receiver set with the VCC signals before kernel fitting. Autocalibration lines were extracted from the 

full measurements, and were not included in the final reconstruction step. 24 and 32 ACS lines were used 

for the EPI and the T1-weighted spin-echo measurements, respectively.  

In this work, the GRAPPA kernel is estimated from the ACS acquired with tailored excitation. However, 

acquiring the prescan with conventional excitation and additional ACS lines with tailored excitation is 

time-consuming.  Therefore, we additionally investigated the possibility of training the GRAPPA kernel 

for the optimized scan using only the prescan. The training dataset was computed by multiplying the 

conventional scan dataset in image-space with the expected phase distribution resulting from the tailored 

excitation, which was calculated by a numerical Bloch simulation of the designed RF pulse (29). Such 

calculation of the kernel may eliminate the need of measuring ACS lines in the optimized scan, and thus 

reduce measurement time even further. 

SMS acquisitions were also reconstructed with iGRAPPA using the SENSE/GRAPPA hybrid method 

(16, 18). In this case, the full measurement was used for kernel calibration, as SMS EPI experiments 

usually perform a full prescan before the accelerated acquisition. 

Reconstructed magnitude images were afterwards compared to each other and to the full measurements. 

g-Factor maps were calculated from GRAPPA kernels as described in (3). Differences between 

accelerated and full measurements were computed to investigate reconstruction quality and remaining 

artifacts. Differences between full measurements of conventional and tailored excitations were also 

calculated to visualize flip angle inhomogeneity of the tailored pulses. Standard deviation of this voxel-

wise difference was divided by the mean intensity of the conventional scan; the result was taken as a 

measure of flip angle inhomogeneity. In all calculations, only voxels within the object binary mask were 

considered. 

In-vivo measurements 
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Designed RF pulses were tested in vivo on a volunteer’s brain. Prototype T1-weighted spin-echo and 

segmented SE-EPI sequences were used in the case of in-plane acceleration, while SMS measurements 

were performed using single-shot SE-EPI. Relevant sequence parameters are summarized in Table 1.  

In the spin-echo acquisitions, accelerated datasets were simulated by extracting a fraction of the phase-

encoding lines. In segmented SE-EPI, the number of interleaved segments coincided with the desired 

acceleration factor R=8; the accelerated dataset was taken as the single segment containing the k-space 

center line. In the SMS experiments, an accelerated acquisition was performed, that is, after a full 

measurement where all slices were measured separately, a subsequent accelerated scan was performed 

measuring all 3 slices simultaneously using multiband refocusing pulses. No in-plane acceleration was 

used in the SMS scans. 

 

 In-plane acceleration 

simultaneous 

multi-slice (SMS) 

acceleration 

 T1-weighted spin-echo segmented spin-echo EPI 
single-shot spin-echo 

EPI 

Excitation type nonselective / tailored nonselective / tailored nonselective / tailored 

Excitation flip angle 20° 15° 15° 

Refocusing type single slice selection single slice selection single slice / multiband 

Refocusing flip 

angle 
180° 180° 180° 

Repetition time (TR) 900 ms 5000 ms 5000 ms 

Echo time (TE) 25 ms 50 ms 85 ms 

slice thickness 6 mm 6 mm 5 mm 

in-plane resolution 1.33 mm 2 mm 2 mm 

in-plane matrix size 192 x 192 128 x 128 128 x 128 

phase-encoding 

direction 
AP AP AP 

receiver channels 

used 
52 52 16 

SMS acceleration 

factor 
1 (no SMS) 1 (no SMS) 3 
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in-plane acceleration 

factor 
8 8 1 (no in-plane acc.) 

distance between 

centers of 

simultaneously 

measured slices 

- (no SMS) - (no SMS) 30 mm 

number of segments - 8 - 

fat saturation used used used 

Accelerated dataset 

simulated by 

extracting every 8
th
 

line 

simulated by taking the 

segment containing the 

k-space center line 

measured using 

multiband refocusing 

Table 1. Protocol parameters for the used prototype sequences. The parameters changing between 

conventional and optimized scans are separated by a slash within a cell. 

Results 

Reduction of noise amplification 

Reconstructed magnitude images and calculated g-factor maps of the in-plane accelerated SE-EPI and 

T1-weighted spin-echo measurements are shown in Figures 2 and 3, respectively. It can be seen that just 

including the VCC signals into the reconstruction affects the image quality only slightly, as the g-factor 

maps show little reduction, while magnitude images are highly similar to the ones resulting from 

conventional reconstruction. In contrast, optimization of the object phase does have a great impact: the 

magnitude images show significantly reduced noise in this case. Compared to conventional 

reconstruction, mean geometry factors of the optimized scans are reduced by a factor of 2. In the 

T1-weighted spin-echo experiments, a simple linear phase-ramp provides similar benefit to the noise 

amplification; however, it becomes suboptimal in EPI scans.  

The results of generating synthetic ACS data and applying them to the optimized scan are displayed in 

Figure 4. Magnitude images are almost indistinguishable from the ones resulting from the standalone 

optimized scan, with g-factors of the two methods also being very similar.  

Reconstructed magnitude images and calculated g-factors for SMS acquisitions are shown in Figures 5 

and 6, respectively. In this case, including the VCC signals provides a large benefit in itself, due to the 

high variations of either object phase or receiver phases between slices. Nevertheless, the optimization of 

background phase outperforms every other setup. The increased g-factors in the anterior part are probably 

caused by the discrepancy between actual pulse result and phase target (see Supporting Figure S5), 

induced by the high B0 inhomogeneity in this region. It is noteworthy that, the linear phase increment 
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along the slice direction produces worse results than the sole inclusion of VCC signals. This effect is 

caused by the intrinsic object phase, which happened to be close to a slice-wise ramp in this specific case, 

and was spoiled by the additional phase-ramp. 

Magnitude images from the optimized setup are fairly close to the full measurements in the case of SMS 

acceleration. However, this could not happen for in-plane PI: even if g-factors would be 1 everywhere, 

the accelerated scans would still be noisier than the fully sampled ones due to the intrinsic SNR loss 

caused by the reduced amount of acquired data.  

For better visualization of the improvements in optimized scans, larger reconstructed images are 

displayed in Figure 7. In the SMS case (top row), small anatomical details pointed out by arrows are 

barely visible and covered by noise in the conventional setup, with minor improvements in the 

conventional VCC case, but become more prominent and observable in the VCC-reconstructed optimized 

acquisition. For in-plane acceleration (bottom row), SNR is evidently increased in the optimized 

measurement, especially in the central area, while the conventional VCC reconstruction shows no visible 

SNR improvement compared to the standard reconstruction. 

 

Figure 2. Reconstructed sum-of-squares magnitude images (top row), and calculated g-factors (bottom 

row) of SE-EPI acquisitions performed on a volunteer’s brain with in-plane acceleration factor 8, using 52 

receiver channels, with several measurement and reconstruction setups. Conventional scan with standard 

(non-VCC) reconstruction (a), conventional scan with VCC reconstruction (b), optimized scan with VCC 

reconstruction (c), VCC reconstruction on the simulated dataset with the spatially linear phase-ramp (d), 

and reconstruction of the fully sampled optimized scan (e) are displayed. 
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Figure 3. Reconstructed sum-of-squares magnitude images (top row), and calculated g factors (bottom 

row) of T1 weighted spin echo acquisitions performed on a volunteer’s brain with in-plane acceleration 

factor 8, using 52 receiver channels, with several measurement and reconstruction setups. Conventional 

scan with standard (non VCC) reconstruction (a), conventional scan with VCC reconstruction (b), 

optimized scan with VCC reconstruction (c), VCC reconstruction on the simulated dataset with the 

spatially linear phase-ramp (d), and reconstruction of the fully sampled optimized scan (e) are displayed. 

 

Figure 4. Reconstructed sum-of-squares magnitude images (top row) and calculated g factors (bottom 

row) of SE EPI (left) and T1 weighted spin echo (right) acquisitions, with in-plane acceleration factor 8, 

using 52 receiver channels. Tailored pulses were used for excitation. VCC reconstruction was performed 

using the synthetic ACS lines from the dataset simulated using the conventional scan and the target phase 

profile. g-Factor maps are scaled identically to the respective results shown in Figures 2 and 3. 
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Figure 5. Reconstructed sum-of-squares magnitude images of SMS EPI acquisitions performed on a 

volunteer’s brain with SMS acceleration factor 3, using 16 receiver channels, with several measurement 

and reconstruction setups. Conventional scan with standard (non VCC) reconstruction (a), conventional 

scan with VCC reconstruction (b), optimized scan with VCC reconstruction (c), VCC reconstruction on 

the simulated dataset with the spatially linear phase-ramp (d), and reconstruction of the fully sampled 

optimized scan (e) are displayed. 
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Figure 6. Calculated g-factor maps of the SMS EPI reconstructions shown in Figure 5, with SMS 

acceleration factor 3, using 16 receiver channels. Conventional scan with standard (non-VCC) 

reconstruction (a), conventional scan with VCC reconstruction (b), optimized scan with VCC 

reconstruction (c), and VCC reconstruction on the simulated dataset with the spatially linear phase-ramp 

(d) are displayed. 
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Figure 7. Enlarged reconstructions of SMS EPI (top row) and in-plane accelerated SE-EPI (bottom row) 

showing the benefit of VCC-reconstructed optimized scans. Small-scale anatomical details (top row, 

pointed out by the orange arrows) that are barely visible and covered by heavy noise in the conventional 

setup (left column) and in the VCC reconstruction of the non-optimized scan (middle column), become 

more prominent and observable in the VCC-reconstructed optimized scan (right). In the bottom row, 

apparent SNR in the indicated areas is similarly low in either conventional setup and in the VCC-

reconstructed non-optimized scan, whereas it is evidently increased in the VCC-reconstructed optimized 

scan. 
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Supporting Figure S5. Phase differences between the optimized measurements and the calculated targeted 

phase maps for SE-EPI (a), T1-weighted spin-echo (b), and SMS EPI (c-e). Theoretical phase maps were 

computed by adding the target phase map of the tailored RF pulse to the phase of the conventional scan. 

Reconstruction fidelity 

To further assess reconstruction quality and visualize possible artifacts and SNR, magnitude differences 

between accelerated and full measurements for the conventional and optimized scans are shown in 

Figure 8, with 10x amplification. In the case of in-plane acceleration, little to no coherent artifact is 

apparent in the EPI acquisitions, with the difference being noise-like. The artifact visible in the spin-echo 

measurements originates from blood flow and from the Nyquist-ghost appearing in the full measurement, 

probably caused by some imperfections in the RF sign alternation during the acquisition. In addition, the 

reduced amplitude of the noise-like difference clearly indicates the increased SNR of the optimized 

measurements in both in-plane cases, as expected from their lower g-factors. 

In the SMS experiments, although only little structured artifact is present, the overall signal intensity of 

the central slice is increased. This effect is independent of the phase optimization procedure, and is caused 

by the imperfection of the multiband refocusing pulse which produces slightly different flip angles in the 
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central slices, causing this variance between full measurements (without multiband pulses) and 

accelerated scans. The effect of reduced difference amplitude in optimized scans is less prominent in the 

SMS acquisitions, probably because the benefit of phase optimization compared to standalone VCC is 

much lower in this case. 

 

Figure 8. Difference images of VCC-reconstructed accelerated scans and fully sampled measurements 

with 10x amplification, for both optimized and conventional cases, using the same windowing as in 

Figures 2, 3, and 5, to visualize reconstruction fidelity, SNR, and possible remaining artifacts. The 

decreased amplitude of the noise-like differences in the optimized scans indicate a clear improvement in 

apparent SNR for the in-plane accelerations, as expected from the 2-fold g-factor reduction shown in 

Figures 2 and 3. This effect is not prominent for SMS EPI, as the benefit of tailored pulses compared to 

the standalone VCC reconstruction is lower in that case, as can be seen in Figure 6. 
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Flip angle homogeneity 

To visualize flip angle inhomogeneity of the tailored excitation, 5x amplified magnitude differences 

between conventional and optimized full measurements are shown in Figure 9. They indicate reasonably 

homogeneous excitation profiles of the tailored RF pulses in all cases. The relative standard deviation of 

the difference is around 9-13% for in-plane acceleration, and 18% for SMS measurements. Note that here 

we compare full measurements, which did not use multiband refocusing, hence an overall signal intensity 

deviation is not present. 

 

Figure 9. Difference images of fully sampled conventional and optimized scans with 5x amplification for 

the visualization of flip angle inhomogeneity of the tailored excitation, using the same windowing as in 

Figures 2, 3, and 5. 
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Discussion 

In this work, we have demonstrated the use of tailored excitation pulses to improve the reconstruction of 

in-plane-accelerated as well as SMS measurements by controlling the phase distribution of the imaged 

object and applying phase-constrained reconstruction.  

Previous work in this topic on a clinical scanner approximated the optimal phase map with a spatially 

linear phase-ramp achieved by an appropriate offset in k-space. Although this method has a great benefit 

in most cases of VCC reconstruction, we have shown that introducing the optimized, spatially non-linear 

phase profile can provide further improvement in reconstruction quality, especially in echo train 

sequences (e.g. EPI) or any other case where intrinsic phase variations are higher (see Supporting 

Figure S2). 

Note that, our in-plane results show only minor benefits for conventional VCC reconstruction, probably 

caused by the small intrinsic phase variations in spin-echo-based acquisitions, and by the sensitivity of 

VCC to inconsistencies in k-space (movement, flow, relaxation, etc.) that are typically present in EPI 

measurements, degrading the VCC result and increasing g-factors locally. However, this effect is more 

than compensated with the optimal phase distribution. 

We have also shown the possibility of training the GRAPPA kernels from a synthetically generated ACS 

dataset by combining optimized phase patterns with the prescan data from the conventional excitation. 

Results of this method are similar to the conventional technique of training the kernel using ACS from the 

optimized scan. 

The application of phase optimization and phase-constrained reconstruction to SMS imaging was recently 

proposed (16); however, it was limited to introducing separate phase offsets to each slice, without 

considering in-plane phase variations. Using our method, it is possible to introduce the optimal phase 

distribution for each slice, thus decreasing the g-factors even further. Although SMS experiments in this 

work were performed without in-plane shifts, the principle of phase optimization is applicable for 

acquisitions using CAIPIRINHA (23, 24) or blipped-CAIPI (6) to provide additional noise reduction. 

Our approach requires a prescan to determine the intrinsic background phase variations as well as to 

estimate coil sensitivity profiles. In our work, the parameters for the prescan were identical to those of the 

subsequent optimized measurements except for the excitation pulse. However, in real applications the 

prescan is expected to have lower resolution, since phase variations and sensitivity profiles are usually 

spatially smooth.  

Following the prescan and sensitivity estimation, an optimal phase map is numerically calculated for the 

given setup by minimizing the SENSE g-factors. It is currently not known whether an analytical solution 
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exists; however, the overall procedure takes less than two minutes on a standard PC, and could be further 

accelerated by e.g. C++ implementation or GPU computation. Note that, the algorithm minimizes the 

SENSE g-factors, even though the reconstruction will be performed by GRAPPA. The reason for this 

discrepancy is computational time: for SENSE g-factors, only the overlapping voxels should be taken into 

account, i.e. for an 8-fold acceleration the inversion of an 8x8 matrix is performed for each aliasing voxel 

group in each iteration. To compute GRAPPA g-factors, however, the reconstruction kernel needs to be 

calculated in each step, which means the inversion of a large matrix in each step that could make the 

iteration prohibitively long. However, the underlying mathematics of SENSE and GRAPPA are 

essentially similar, thus it is reasonable to expect a SENSE-optimal phase distribution to be close to the 

optimum for the given GRAPPA algorithm as well. Using GRAPPA instead of SENSE in the 

reconstruction also has a practical reason: for VCC-SENSE, not only the sensitivity profiles, but the 

actual object phase map is required, meaning that a second prescan would be necessary using the tailored 

pulses. However, VCC-GRAPPA does not require explicit phase information, and is therefore easier to 

use in most cases. 

One limitation of the proposed technique is that the applied tailored excitation pulses are not slice-

selective in either setup, as gradient waveforms were fixed to spirals to maintain feasible optimization 

time. Slice selection is performed only with the refocusing pulses, restricting the method to spin-echo-

based sequences when used for 2D imaging, and precluding interleaved multi-slice acquisition, as the 

whole volume is excited with every tailored pulse. However, incorporating slice selection into the 

excitation is theoretically possible with spokes pulses. To examine this possibility, simulations using 

slice-selective spokes pulses were performed, with the k-space location, amplitude, and phase of spokes 

simultaneously optimized, to introduce the target phase (see exemplary waveforms in Supporting 

Figure S6). Simulated performance of the resulting pulses (displayed in Supporting Figure S7) and 

reconstructed simulated datasets computed using the pulse profiles (shown in Supporting Figure S8) 

indicate that spokes pulses can achieve similar benefits as the spiral ones, while being slice-selective. 

Although the optimization of spokes pulses was prohibitively long for in-vivo measurements, their 

application could be feasible with more computational power, enabling interleaved multi-slice 

acquisitions. This could also allow the extension to gradient-echo-based sequences, in which phase 

variations are usually higher, and therefore the benefit of phase optimization is expected to be even 

greater. In these cases, the target phase distribution no longer resembles a linear ramp, and a notable 

reduction in g-factors can be achieved compared to a simple phase-ramp, as a gradient-echo-EPI example 

shows in Supporting Figure S2. Application of the method to 3D imaging is also entirely feasible using 

3D pulses, although the current work was limited to 2D acquisitions.  
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Another drawback is the long duration of the tailored pulses, and their consequently increased sensitivity 

to field inhomogeneity or system imperfections. Especially, this is the case with the SMS applications, 

where the pulse length increases with the number of slices with the used stack-of-spirals gradient 

waveform. However, pulse length could be significantly reduced by using parallel transmission, thus 

making higher slice accelerations feasible. 

 

Supporting Figure S6. Exemplary gradient waveforms (left) and excitation k-space trajectory (right) for 

the spokes pulses designed for slice-selective tailored excitation. The designed RF pulses consist of slice-

selective (in-plane case) or multi-slice-selective (SMS case) subpulses during the slice-direction gradient 

lobes. Amplitude and phase of the subpulses, as well as the in-plane location of the spokes were 

numerically optimized to introduce the target phase map. 

 

Supporting Figure S7. Simulated phase error (top row) and flip angle inhomogeneity (bottom row) of the 

designed spokes pulses, computed by numerical Bloch-simulation, for SE-EPI (a), T1-weighted spin-echo 
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(b), and SMS EPI (c-e). Pulses were designed using the target phase maps calculated in the actual 

measurements. Possible system imperfections were disregarded in the simulation. 

 

Supporting Figure S8. Sum-of-squares VCC reconstructions (top row) and calculated g-factor maps 

(bottom row) of the datasets simulated by multiplying the conventional scans with the Bloch-simulated 

results of the spokes pulses. Results for SE-EPI (a), T1-weighted spin-echo (b), and SMS EPI (c-e) are 

displayed. g-Factor maps are scaled identically as the respective results shown in Figures 2, 3, and 6, for 

easier comparison.  

Conclusions 

We have shown that using phase-constrained reconstruction and tailored RF pulses designed to optimize 

the background phase of the object, noise amplification can be decreased significantly in both in-plane 

parallel imaging and simultaneous multi-slice acquisitions, while spatial flip angle homogeneity remains 

reasonable. Although these RF pulses have longer duration than conventional excitations, and their length 

increases even further with the number of slices in the SMS case, they could be shortened using parallel 

transmission, making higher slice accelerations feasible. 

Appendix 1: impact of background phase on VCC-SENSE g-factors 

Using N coils and acceleration factor R, denoting the sensitivity of the j-th coil in the k-th position with 

    , the SENSE matrix and g-factors, neglecting noise correlations (1): 
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Using column vectors, the elements of     are: 
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Calculating effective sensitivities by including the object phase at each position: 
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Extending   with its conjugate: 
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Appendix 2: Cancellation of B1 phase inhomogeneity in the tailored excitation 

The intrinsic object phase is introduced by B1 and B0 inhomogeneity. Supposing these two are 

independent: 

                    [A2.1] 

Target phase is the difference between optimal and intrinsic phases, neglecting B1 inhomogeneity: 

                                                [A2.2] 

Phase of the optimized scan is again affected by B1 and B0 inhomogeneity: 

                                                                 [A2.3] 
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Therefore, if B1 and B0 inhomogeneities do not interact (e.g. during the pulse), the phase of the optimized 

measurement is not affected by B1 phase. 
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